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Ljr* 9. G« MaoCune 
Merchandising bepsrtaeat 
Uespateh Craa Company 
619 Southeast Eighth Stwt 
^lmeapolle, Minnesota 

Dear Mr* iiaeCunet 

filth nf«m«t to your reply to our letter of 16 October 1947, 
port* in log to our requiremnt fear as electric oven, additional in- 
formation la necessary before no can ask • a definite aelection. 

It la requested that tfco following information pertaining to 
tlio ss*2 electric eras with partlow indicating control be forwarded* 

a# -ire the fiva-lnoh leg* renewable to permit reduction of 
overall height during wowing? 

b. Could the five-inch lege be reaoved and the even installed 
direst on a hardwood flow without danger of fire or scorching? 

a 

e< If the overall width of forty-two inches doe* not Inoluda 
the electrical controls on the right aid# of the oven, what is the 
width including these control*? 

d« ire the electric controls on the right of the oven and the 
motor and fan assembly on top of the oven readily removable and re- 
placeable to facilitate transportation through narrow door*? 

•m Is the thlrty-six-inoh inside width quoted the width from 
wall to wall? If so, shut is th# width of the angular support for 
the loading rack? - 

f • to the controls of the Kf>3 electric oven contain a meter 
cut-off switch, which disconnects ell electric power from the oven? 

g. nhat is the cost of additional loading racks for this oven? 
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ilT« H« G. %SOC UD» 

Xt 1* further requested that the following infoanaation pertain- 
ing to the BJ>-4 Electric Oven with f creed exhaust be forwarded* 

a* Will the use of the' C-3 cement insulated floor permit the 
crren to he installed direst on a hardwood floor without danger of 
fire or searching? 

h* Sees the use of the C-3 ceasnt insulated floor increase the 
overall height of the oven, and if so, hoar such? 

c. If the 0-5 oeeent insulated floor is installed without re* 
cessing, can the rack-type truck be rolled into the oven? 

d* What is the cost of additional shelves for the rack-type 
truck? 

e# that are the estimated shipping charges of the oven with 
rack-type truck from Minneapolis to .Arlington, Virginia? 

fa Do tlie controls of the US- 4 electric oven contain a master 
’ cut-off switch which disconnects ell electric power from the oven? 

ga What le the total weight of the oven with the reek truck 
(empty) and cement insulating flooring? Fleer leading available is 
123 pounds per square foot. 

It le requested that the inclosed specification sheet be re- 
turned with the above lnforaatlon. 



Sincerely yours, > 



1 Inel h. SXBSOV 

Specification sheet Chief, Security Divielcm 
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McCann Furnace Coetpa ay , 

5007 Euclid Avenue 
„ Cleveland, Ohio 

• Gentlemen* 

Thle Agency has a requirement for an electrioally-he&ted drying 
oven that will be used to dry out thoroughly a wooden plywood box 
before It la packaged for long-tern storage. The box Bust be com- 
pletely dried out because silica gel la to be used as a desiccant. 

An effort is being node to obtain an oven that will seat at 
aany as possible of the following requirements t 

f t 

a. Can be placed direct on a hardwood floor, 

b. The weight of the oven empty will not exceed 100 pounds per 
square foot, 

c. Is heated by electricity and thenaoatatieally controlled . 

d. Has a temperature range of 175 to 200 degrees Fahrenheit, 

e. Size of the oven should be approximately 160 cubic feet, 
arranged, if possible, with two shelves approximately 25 Inches apart, 
and 50 by 70 inches, 

f . One whole side, preferably the 70- inch one, should open to 
permit moving the boxes. Can be single or double door, 

g. Ventilation required, either natural or forced, 

h. Has &n extsraally-xounted thermometer indicating the Internal 
temperature, 

i. External surface of the oven Should sot become more then 15 
to 20 degrees higher than room temperature. 

J. Capable of being dismantled so it can be taken through a 2*8” 
by 6*10* door and reassembled. 
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CS6AS-85 13 October 1947 

KcCemc Furnace Company 

It la requested that your company forward eay Information ara li- 
able, including power requirement*, pertaining to a heating and drying 
even that will fulfill a majority of the requirements outlined above. 

All communications should be addressed to the Chief, Any 
Security Agency, CSGAS-85, The Pentagon, Washington 25, D, C, 

Sincerely yours. 



A. SUtttJV 

Chief, Security Division 
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X* C. Mahon Company > 

Chioago 14, Illinois 

c * 

Gentlemen j 

% , 

Tbit Agency has a requirement for an • 1« c t r i cal ly-heated dry- . 
lng oven that mill be need to dry out thoroughly a wooden plywood 
box before It is packaged for long-ten* storage. The box must be 
completely dried out because silica gel is to be used aa a desiccant. 

An effort is being made to obtain an oven that will meet aa many 
aa possible of the following requirements t 

a. Can be placed direct an a hardwood floor. 

\ 

b. Tho weight ef the oven empty will not exceed 100 pounds per 
square foot. 

r i 

c. la heated by electricity and thermostatically controlled. 

d. See a temperature range of 175 to £00 degrees Fahrenheit. 

. e. Site of the oren should be approximately 160 oubie feet, 
arranged, if possible, with two shelves approximately 25 inches 
apart, and 50 hy 70 inches. 

f . One whole side, preferably the 70-ieoh one, should open to 
permit moving the boxes. Can be single or double door* ' 

g* Ventilation required, either natural or f oroed. 

h* has an externally-mounted thermometer indicating the inter- 
nal temperature. 

I. External surface of the oven should not become more than 15 
to 20 degrees higher then room temperature. 

J. Capable of being dismantled so it can be taken through a 2 *8* 
by 6* 10” door and reassenblsd* 
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1. {J. if ah on CoapaRy 



15 Octpbar 1347 



It is roquaatod that your company forward any information avail- 
ab34t*-fn61uding power requirements, pertaining to a boating and drying 
oven i^at will fulfill a majority of tho requirements outlined above • 



H 



;^U c ©warn i cat ions should ho addroaood to the Chiefs Army Secu- 
rity Ag«noy, C8GAS-85, The Pentagon, Washington 25, D* C. 






Sincerely youra. 



A. SlltOV 

Chief, Security Division 
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The Foundry Equipment Company „ 

1837 Columbus Road 
Cleveland, Ohio 

* 

Gentlemen j 

. This Agency has a requirement for an electrically-heated drying 
oven that mill be used to dry out thoroughly a wooden plywood box 
before it is .packaged for long-term storage. The box must be com- 
pletely dried out because silica gel is to be used as a desiccant. 

An effort is being made to obtain an oven that will meet as 
many as possible of the following requirements! 

a. Gan be placed direct on a hardwood floor. 

b. The weight of the oven empty will not exceed 100 pounds per 
square foot. 

e. Is heated by electricity and thermostatically controlled. 

d. Has a temperature range of 175 to 260 degrees Fahrenheit. 

e. Size of the oven should be approximately 160 cubic feet, 
arranged, if possible* with two shelves approximately 25 Inches apart, 
and 50 by 70 inches. 

J j 

£, One whole side, preferably the 70-inch one, should open to 
permit moving the boxes. Can be single or double door. 

g. Ventilation required, either natural or foraed. 

h. Has an externally-mounted thermometer indicating the Internal 
temperature. 

i. External surface of the oven should not become more than 15 
to 20 degrees higher than room temperature. 

j. Capable ef being dismantled so it can be taken through a 2*8* 
by 6*10* door and reassembled. 
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CSaAS-65 13 October 1947 

The Foundry Equipment Company 

i 

It ia requested that your company forward any information avail- 
able, including power requirements, pertaining to a heating and drying 
oven that will fulfill a Majority of the requirement# outlined above. 

.All coanranieations should be addressed] to the Chief, Army Security 
Agency, CSGaS-85, Hie Pentagon, Washington 25, D. C. 

Sincerely yours. 



A. 3IKKQV 

Chief, Security Division 
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Despatch Of tat. Company 
Minneapolis 14# Minnesota 

Gentlemen* 

This Agency haft a requirement for an electrically-heated drying 
oven that will ha used to dry oat thoroughly a waodaa plywood box 
bafore it la packaged for long- 1 era storage. The box mat be com- 
pletely dried out because silica gel is to be used as a desiccant. 



An effort is being aade to obtain an oven that will nest ss 
nary as possible of the following rsqulreaentst 

a. Gan be pieced direct on a hardwood floor. 

b. The weight of the oven empty will not exceed 100 pounda per 
square foot. 







\ 

■'•i 



e. Zs heated, by electricity and thermostatically controlled. 

d. Has a temperature rang# of 175 to 200 degreas Fahrenheit. 

i 

a. Sixe of the oven should be approxlnately 160 cubic feet# 
arranged, if possible, with two shelves approximately 25 inches apart# 
and 50 by 70 inches. 

f • One whole aids# preferably the 70-inch one, should open to 
permit moving the boxes. Can be single or doable door. 

g. Ventilation required# either natural or forced. 

h. Has an ext anally •mounted thermometer indicating the internal 
teaporature. 

1. External surfaee of the ov«a should not become more then 15 
to 20 degrees higher than room temperature. 

j. Capable of being dismantled so it oan be taken through a 2*8* 
by 6*10* door and raascenbled. 
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Despatch Oran Coapany 

It la requested that your coapeny forward any inforaation avail- 
able, including psnr requirements, pertaining to a heating and drying 
oven that will fulfill a aajorlty of the requirements outlined above. 

i 

411 ooaaunlostlona ahould be addressed to the Chief, Army Security 
Agency, CSGA3-85, The Pentagon, Washington 25, D. C. 

Sincerely yours. 



4. SINKCJY 

Chief, Security Division 
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33 October 1947 



George Koch Sot*, Incorporated 
Evansville, t bd l aaa 

Gentlemen* 

t 

Thl* Agency ha# a requirMant for an electrically-hosted drying 
oven that will be used to dry out thoroughly * wooden plywood box 
before it le packaged for leag-tere storage. The beoc suet be eon* 
pletely dried out because silica gel le to be used *» a desiccant. 

An effort le being wade to obtain an oven that will neat as 
many as possible of the following requirements* 

a. Can be placed direct on a hardwood floor. 

b. The weight of the oven empty will not exceed 100 pounds per 
square foot. 

0. Is heatrd fay electricity and themestatloally controlled. 

d. Km a temperature range of 17$ to 200 degrees Fahrenheit. 

». Slue of the oven should be approximately 160 cubic feet, 
arranged. If possible, with two shelves approximately 2$ inches apart, 
and 50 by 70 inches. 

f • One whole side, preferably the 70-iaeh one, should open to 
pereit sieving the boxes. Can be single or double door. 

g. Ventilation required, either natural or fereed. 

h. Has an exterMUlynaounted thonwaatsr Indicating the Internal 
temperature. 

1. External surface of the oven should not bacons acre than 15 
to 20 degress higher than room temperature. 

Capable of being dlsnsntlsd so it can be taken through a 2*8* 
by 6*10* door end reaesewbled. 
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CSGAS-85 13 October 1947 

George Koch Sons, Incorporated 

It le requested that your company forward any information avail- 
able, including power requirements, pertaining to a beating and drying 
oven that will fulfill a Majority of tbe requirement* outlined above* 

All cenranlcatioas should be addressed to tbe Chief, Amy 
Security Agency, CSGAS-85, tbe Pentagon, lashing ton 25, D. C. 

Sincerely yours, 



A. SUfKOV 

Chief, Security Division 
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